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Introduction 
The optical emission spectrometry with inductively coupled plas- /399* 
ma (SEO-ICP) as an excitation source is a method for analysis which 
is spreading to more and more laboratories. 
In these days, all the large ironworks laboratories are equipped 
with them and there is reason to believe that this tendency is going 
to become a general practice by the end of the 1980's. With this 
spectrometric technique, the measurement time is very low, practical- 
ly negligible in comparison to the time necessary in order to prepare 
the solution to be analyzed. Faced with the non-existence of mechan- 
ized means for placing into solution the non-metallic samples of the 
ironworks, the IRSID has decided to construct an apparatus capable o f  
carrying out such a task in a relatively short time and presenting a 
minimum of harmful effects for the environment. Derived from its 
CECA no. 6210-GA/3/307 investigation, the PERL'X, of which more than 
100 examples are in service at the present time, has been taken as 
the base model for the construction of the new apparatus. This ap- 
paratus is called PLASMASOL. The preparations are accomplished by 
fusion-dilution in a special crucible called "composite cricible". 
The operational mode has been applied to the majority o f  non-metallic 
products encountered in ironworks, as well as to the pre-reduced iron 
~ ~~ 
'Text of the IRSID RE 1112 report. CECA no. 7210 GD/301 investiga- 
tion. The authors express t h e i r  gratitiide to Michel V i l l i e r e  and 
Francis Kop for their collaboration in the analytical realm, as well 
as to Gilbert Kilhofer of the Soled for his technical assistance in 
the construction of  the Plasmasol prototype. 
Numbers in the mslrgin indicate pagination of the foreign text. 
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minerals. 
Apparatus and Technique / 4 0 0  
The method of preparation consists of a fusion-dilution at high 
temperature in an appropriate flux, followed by the dissolution of 
the product in dilute acid. After cooling, transfer into a volume- 
tric flask and return to volume with water , the solution is ready 
for the analysis. 
The " P 1 as mas o 1 " 
The apparatus constructed by the IRSID is called Plasmasol 
(IRSID patent AFBI 6 6 7 )  [l]; represented in figure 1, it allows 
transformation of a sample in the form of a powder into a liquid sol- 
ution. The sample-flux mixture is placed into a "composite crucible" 
then placed into a mobile furnace which rotates around a horizontal 
axis. When the fusion-dilution is terminated, the furnace rotates by 
120" and the mixture in fusion is poured into a 200 ml teflon beaker 
containing 50 ml of deionized water and placed on a magnetic stirrer 
(figure 2). The heating is ensured by a high frequency furnace. 
This method is characterized by its effectiveness, its low noise lev- 
ei and by the iow consumption o f  energy. ine crucibie is piaced in 
the induction coil of the furnace, at the interior of a fireproof 
cylinder in order to avoid any contact with the inductor. The furn- 
ace is attached on a vertical disk movable within its plane around an 
akle passing through its center. The furation of the stirring, the 
amplitude of  the oscillations and the strength of the heating can be 
programmed and controlled with the assistance of a microprocessor. 
-. 
The pouring of the product from the fusion has occurred after 
the last oscillation of the furnace. The product is poured into the 
beaker containing the water and a small magnetic rod and it is placed 
into a housing above the magnetic stirrer. Shortly before the pour- 
ing, this stirrer imparts a movement of rotation to the water. The 
2 
c 
Figure 1. The Plasmasol apparatus. 
Figure 2. The pouring of the mixture. 
sudden contact of the incandescent liquid with the water induces the / 4 0 1  
disintegration of the glass into fine particles. The remainder of 
the preparation is carried out manually. The beaker i s  placed on a 
3 
ORIGINAL PAGE IS 
OF POOR Qu#Lm 
hot plate and 10 ml of dilute hydrochloric acid (1  + 1) are added. 
Three to five minutes later, when the dissolution is finished, the 
solution is poured into a volumetric flask, brought to volume, possi- 
bly filtered if it turns out to be necessary, then measured. 
The "Composite Crucible" 
The "Composite Crucible" (IRSID patent AFBI 661) [2] is consti- 
tuted o f  two containers placed one inside the other with a very small 
interval between them. The exterior container is a platinum alloy, 
that at the interior is of vitreous carbon. This last has a wall 
thickness of 1 or 2 mm and it is placed in such a fashion within the 
platinum crucible that it overlaps by 1 to 2 mm the upper edge o f  the 
platinum crucible (figure 3 ) .  In this fashion, the combustion of the 
carbon crucible during the fusion is limited to this upper portion. 
Experience has demonstrated that more than thirty fusions could be 
carried out with the same vitreous carbon crucible by progressively 
reinforcing this with the assistance of ceramic blocks (figure 4 ) .  
The action of the high frequency is concentrated on the exterior cru- 
cible o f  platinum alloy which rapidly equilibrates its temperature 
through radiation, which leads to a uniform temperature at the inter- 
ior of the vitreous carbon crucible. 
Figure 3 .  The composite crucible. 
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Figure 4 .  Reinforcing ceramic blocks. 
The vitreous carbon crucible presents two major advantages: 
first, certain fluxes such as lithius metaborate, lithium tetraborate 
or mixtures formed of one part of boric acid and five parts of lith- 
ium metaborate d o  not adhere to the walls, nor to the base of the 
crucible after the fusion and the pouring. The recovery of the fus- / 4 0 2  
ion product is quantitative. Thus, no intermediate weight is neces- 
sary at the time of the preparation of the samples. In other re- 
spects, since it is possible to avoid the cleaning stage, the cruci- 
ble is immediately ready for the next fusion. The second advantage 
of the vitreous carbon crucible with respect to the platinum alloy 
crucible resides in the fact that it can be employed i n  o r d e r  t o  nrp- r -  - 
pare samples containing metallic particles such as the pre-reduced 
iron minerals, the steelworks dust or the secondhand fireclay, which 
present risks of deterioration of the platinum. 
Selection o f  the Fluxes 
The selection of the flux is based on three criteria: its capa- 
bility to dissolve the sample, its non-adherence to the vitreous car- 
bon crucible and its purity in elements to be titrated. 
The most frequently cited fluxesinthe literature are the tetra- 
borates of sodium, lithium and strontium, lithium metaborate, lithium 
metaphosphate, boric anhydride, sodium peroxide, the carbonates of 
sodium, lithium and ammonium, the fluorides o f  sodium a n d  lithium o r  
5 
mixtures of these various fluxes. Each o f  these fluxes has a parti- 
cular range of application; the same is true for certain mixtures. 
More particularly concerning the ironworks products, there are pri- 
marily the fluxes with a base of lithium tetraborate and lithium 
metaborate which are the most effective. The sodium tetraborate 
alone or added to other fluxes, as well as the lithium metaphosphate 
and sodium peroxide, are also employed for the placement into solu- 
tion of certain types of products encountered in ironworks. 
The behavior of these various fluxes vis-a-vis vitreous carbon 
is variable. With the operational mode for the preparation of the 
samples, it is imperative to recover the totality of the fusion prod- 
uct. A l s o ,  fluxes such as sodium tetraborate and sodium peroxide em- 
ployed alone are to be proscribed. This is also true for the lithium 
carbonate-boric anhydride mixture. The behavior of the boric anhy- 
dride-lithium metaborate mixtuer is variable as a function of the 
ratio of the two constituents: thus, for an equal portion of each 
constituent, the recovery after fusion is very incomplete, hwile with 
one part of boric anhydride and five parts of lithium metaborate, the 
recovery is total. 
Among the various mixtures tested in the course of the tests of 
f l n x e s ,  t v o  in particular have given satisfaction: 
-the boric anhydride-lithium metaborate mixture 15-85; 
-the Fluosid 2 1  flux (marketed by Industrie Chimique of the High 
Countries, Micheville, F 54190 Villerupt). 
This last flux contains 75.5% of lithium tetraborate, 3.5% o f  
boric anhydride and 21% of lanthanium oxide. It is presently used to 
make beads for X-ray fluorescence and it is very effective for the 
placement into solution of practically all the samples, except those 
having chromium contents greater than 25%. In other respects, this 
flux is pre-molten and granulated (granulometry comprised between 500 
and 100 urn), which facilitates the dissolution of the samples con- 
taining significant contents of carbonates while avoiding the creep 
of the sample-flux mixture at the time o f  the beginning of the heat- 
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ing. 
However, it is necessary to remark, concerning the fluxes util- 
izable in order to make the preparations with the "Plasmasol", that 
the behavior o f  the flux-sample mixture also depends on the nature of 
the sample and that there is then reason to determine if there are 
particles of matter which adhere to the crucible. 
Spectrometers and Inductively Coupled Plasma 
While still being capable of being analyzed by other chemical or 
physicochemical techniques, the solutions prepared with the Plasmasol 
have all been measured by ICP-SEO. Two spectrometer-inductively 
coupled plasma assemblages have been implemented. 
Sequential Assemblage 
The sequential assemblage includes: 
-an A R L  Quantoscan 35000 monochromator under vacuum having the 
following characteristics: 
Czerny Turner mounting 
Focal length of mirrors: 1 m 
2160 lines/mm plane network 
dispersion: 0 . 4  nm/mm, approximately 
spectral range: 175 t o  460 nm, 
inlet slit: 20 ym 
outlet slit: 20 ym 
photomultipliers: 1 for reference 
1 for measurement 
Thermal regulation by circulation of oil at constant temperature 
-a DURR inductively coupled plasma including: 
a generator with an output of 5 kVA, a frequency o f  50 MHz, with 
c tuned lines f o  = rl, with fo: central frequency 
C: speed of light 
1: length o f  the lines 
-a detachable inductively coupled plasma with 2 pipes 
7 
-an inductor with 5 whorls 
-an ultrasonic nebulizer. 
Multichannel Assemblage / 4 0 3  
The multichannel assemblage is composed in the following fash- 
ion: 
-a Jobin-Yvon JY 4 8  VEP spectrometer having as characteristics: 
Paschen-Runge mounting, 1 m diameter 
holographic network engraved with 2550  lines/mm 
spectral range: 1 3 0  to 4 5 0  nm 
dispersion: 0 . 3 9  nm/mm in the first order 
assemblage under vacuum 
spark stand at 90"  
plasma stand in line 
spectral lines (in nm): 
Fe: 2 7 1 . 4  Si: 2 8 8 . 1  Ca: 3 9 3 . 3  Al: 3 9 6 . 1  Ti: 3 3 7 . 2  
Mg: 3 3 7 . 2  P: 1 7 8 . 3  Mn: 2 9 3 . 3 0  Pb: 220 .3  Cr: 267 .7  
-a DURR inductively coupled plasma including: a generator with 
an output of 2 . 2  kVA, a frequency of 5 6  MHz, with tuned lines 
-a detachable Jobin-Yvon inductively coupled plasma with argon 
sheathing according to INSA 
--=re indicatnr v r i t h  6 w h o r l s  
-an argon humidifier 
-a GMK nebulizer 
-a peristaltic pump with 8 rollers. 
Operational Modes and Analytical Results. Case of Oxide Products 
There are primarily two families of products which have been 
studied in view of their placement into solution by the Plasmasol. 
It is a question of oxides, objects of this chapter, and pre-reduced 
iron minerals, objects of the following chapter. 
The oxide products include the iron minerals, the agglomerates 
of iron minerals, t h e  hot furnace slags, the steelwork slags, the 
8 
dusts, the fireclays, in sum all the non-metallic samples capable of 
being encountered in the ironworks. The diagram for the preparation 
is indicated in figure 5. In order to accelerate the fusion pro- 
cesses, the temperature is brought to 1250°C during the first part of 
the preparation. Then, when all is molten, the temperature for hom- 
ogenization and pouring is brought to 1080-1100°C. 
I b 
I s(sucrru faires 
I 
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Figure 5. Diagram of the preparation for the titration of iron. 
Key: 1-Sample weight 2-Fluosid flux weight 3-Mixture in composite 
crucible 4-Fusion with stirring: 100 seconds at 125OoC, 120 seconds 
at 1100°C 5-Pouring, water: 50 ml 6-Sequences made with Plasmasol 
7-Stirring, dispersion 8-Dissolution, water: 200 ml, HC1: 10 ml, 
heating stirrer 9-Filtration 10-Return to volume, 500 ml 
Proceeding in this fashion allows in addition reduction of the 
risk of sticking of the fusion product on the vitreous carbon cruci- 
ble. After the fusion, the redissolution of the fusion residue al- 
ready divided is made with heat in a concentrated hydrochloric acid- 
5% deionized water mixture. The final dilution is 0.5 g of sample 
per liter of solution. If a filtration turns out to be necessary, it 
9 
is carried out after the return to volume. 
R Si ca AI P Mn 
Titration of the Iron by Volumetry 
612-1 42.43 6,94 12.06 3,W 0,161 120 0,885 0,363 
6061  68.66 1.04 1p4 0 3  0,019 092 OP26 2.59 
r i 
A first series of tests, with the goal of verifying the validity 
of  the placement into solution carried out with the Plasmasol, con- 
cerned the titration of the iron by volumetry. The titration was 
carried out in sulfo-phosphoric medium and in the presence of di- 
phenylamine sodium sulfonate with the assistance of a standardized 
solution of potassium bichromate, Previously, the iron had been re- 
duced by stannous chloride, whose excess was destroyed by mercuric 
chloride. 
, , 
I 
Two samples of different origin and composition have been tested. 
It is a question of the products: 
612-1, MRC of Lorraine mineral agglomerates, whose placement in- 
to solution by acid route is easily accomplished; 
606-1, MRC o f  rich minerals of the Ouenza type which is normally 
difficult to place into solution by acid route alone. 
These two samples have the composition indicated in table 1. / 4 0 4  
Two preparations have been carried out and the solutions obtain- 
ed h a v e  been titrated for iron ( t a b l e  2 ) .  
These very good results, obtained with a universally known and 
applied method of titration, demonstrate the excellent reproducibil- 
10 
TABLE 2 .  RESULTS OF ANALYSES OF IRON (IN 2 )  OF SAMPLES 612-1 & 606-1  
Certificate 
Fe 
Samp. 
E% SM 
612-1 42.43 0.13 
6061 69.66 0.14 
I 11 
Analysis 
Fe X Fe % ' a  e"% N 
volumetrjvafuer numbel 
extreme 
42.20-42.40 0.09 0,221 12 
88.77 88.80-8O.W 0.16 027 12 
4230 
- 
X is the interlaboratory mean of the certification circuit 
s is the corresponding interlaboratory standard deviation 
sR is the reproducibility o f  the preparation 
c is the coefficient of variation. 
M 
V 
ity.obtained with the technique for placement into solution described 
associated with the use of the Plasmasol. 
Analysis by ICP-SEO 
With the hope of also realizing good placements into solution 
for the other elements, this method of preparation has been employed 
in order to make solution designed to be analyzed by optical emission 
spectrometer with excitation by inductively coupled plasma. The ad- 
vantage of the ICP-SEO and in particular the use o f  the JY 48 con- 
sists of  being able to realize an appreciable gain of time with re- 
spect to the other techniques for analysis by wet route. 
In order to test the preparation method, seven samples represen- 
tative of the range of non-metallic products of the ironworks has 
been examined. Taking into account the variety of the matrices, the 
composition o f  the flux has been changed slightly by the addition of 
a nitrate with the goal of facilitating the placement into s o l u t i o n .  
Strontium nitrate has finally been preferred over lithium nitrate, 
the risk of adherence to the crucible being lower. The diagram of 
this new preparation is demonstrated in figure 6 .  
11 
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Figure 6. Diagram of the preparation of  the oxide products. 
Key: 1-Sample weight 2-Weight Fluosid flux: 2000 mg, strontium 
nitrate: 500 mg 3-Mixture in composite cricible 4-Fusion, without 
stirring: 200 seconds-85O0C, with stirring: 200 seconds-1150°C 
5-Pouring, water: 50 ml 6-Sequence made by Plasmasol 7-Stirring, 
dispersion 8-Dissolution, water 200 ml, HC1 75 ml, Heating stirring 
9-Filtration 10-Return to volume. 
Table 3 gives the results obtained. There are precisely defined 
the value certified by the MRC, as well as the interlaboratory stan- 
dard deviation of the certificate, the reproducibility of the meas- 
urement obtained for 10 consecutive measurements, which is character- 
ized by the standard deviation s r ,  as well as the preparation repro- 
ducibility (including the measurement reproducibility) obtained on 10 
preparations of the sample 611-1, which is characterized by the stan- 
dard deviation s R '  
T h i s  table demonstrates t h a t  the p r e p a r a t i ~ x  and measurement 
dispersions are finally very close to one another. This would say 
that the preparation by the Plasmasol does not degrade the analysis. 
Howver, it would be desirable that the measurement dispersion could 
1 4 0 5  
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TABLE 3 .  REPRODUCIBILITY-SAMPLE 611-1. 
n = 10 (W content) r O.l) (r.O1 0.02 u.60) w17 . 0&27 0015 
Coefficient of variation 0 . S  0,Vh U.71 0.72 1.1 491  9.6 0.76 
Daughter solutions 
Reproducibility measurement sr 
Coefficient o f  variation 0.16 I).) O W  0J9 1.1 Crp9 U, 0.27 
Reproduciblity preparation s 
n = 10 ( %  content) 
0.W 0.21 0.011 Wt 4 W  G.0001 0.011 0&Y 
0.26 0.N 0.W9 0,007 40007 0.001 0,016 0.OW 
0.41 /# , I  0.31 1.0 2.0 0.3 99 0.46 
R 
W Content 
Parent solutions 
Reproducibility measurement sr 
n = 10 ( %  content) 
Coefficient of variation 
sM 
, 
I 
* I  
be improved still more. 
Similar tests of reproducibility have been carried out on Lor- 
raine minerals, hot oven slags and fireclays. The results obtained 
are not indicated here, but they lead to the same conclusion. 
Analyses 
Two routes exist in order to ensure the accuracy of an analysis: 
recourse to the MRC or to synthetic samples. While this last route 
is difficult for certain physical methods of analysis, it is possible 
on the contrary in the case of ICP-SEO. However, even at the level 
of synthetic standardization, there is still the choice between two 
methods. One consists of starting with standardization solutions, 
either pures or simulating the matrix; the other calls on the recon- 
stitution of the standard sample by starting with oxides and pure 
salts. In the course of the various analytical tests carried out 
during the furaction of this contract, these various routes have been 
explored. 
1 3  
Standardization by MRC 
The 7 MRC whose composition appears in table 4 have been pre- 
pared according to the method described above (figure 6 ) ,  then meas- 
ured and the data processed with the assistance of first and second 
degree regressions calculated from the intensities obtained and the 
certified contents. The 1 0 0 0  mg/l solutions have been measured at 
constant time and the raw intensity has been taken into account, 
while the dilute 1 0 0  mg/l solutions, to which there has been added 
nickel as an internal standard, have been measured by ratio with re- 
spect to the nickel. The nickel content of the solutions was 500 
mg/l. Table 5 demonstrates the results obtained. It is necessary 
to remark that for calcium, it is the second degree regression which 
leads to the result pointed out for the 1000 m g / l  solutions, while 
for the dilute solutions, the intensity-content correlation is linear. 
It is possible to see in this table that the dilute solutions lead to 
an increase in the imprecision of the analysis for elements such as 
silicon, aluminum and phosphorous, while for iron, it is the inverse 
phenomena which is produced: a slight improvement o f  the dispersion 
is in fact observed. The standard deviation by comparison for iron 
between the values found by ICP-SEO and the reference values being 
established at s = 0 . 4 2 % ,  it is'to be noted that this value is high 
with respect to t h e  p e r f o r m a i i c z s  o f  o t h e r  i i i e thods  o f  a i i a i y s i s  b y  
physical routes, such as for example the X-ray fluorescence. 
Standardization by Synthetic Solutions 
In order to be free of the reference samples and have access to 
analyses independent of any other method of titration, it is possible 
to practice synthetic standardization. The utilization of two solu- 
tions and their mixtures can allow,'as table 6 demonstrates, the cov- / 4 0 7  
ering to the entire range of centents encountered for these seven 
samples. 
The samples have been measured by ICP-SEO as previously, on a 
a n  absolute 1000 m g / l  solution and on  a 1 0 0  mg/l solution by ratio 
1 4  
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TABLE 4 .  COMPOSITION OF THE CERTIFIED REFERENCE MATERIALS (MRC) / 4 0 6  (MEAN VALUE x AND STANDARD DEVIATION SM IN X). 
Element Iron Iron Hot Oven Ironwork Electric Hot Oven Laterite 
Minerals Minerals Slag Slag Furnace Dust 
Dust 
6 7 9 . 1  6 7 9 . 2  8 7 8 . 1  8 7 9 . 1  8 7 6 . 1  PHF.2* 6 1 0 . 1  
* 
This sample was not certified 
to the nickel as internal standard. The results obtained are indi- 
cated in table 7 .  Iron and calcium were run according to a second 
degree relationship. The dilute solutions reduce the precision for 
silicon, aluminum, magnesium and phosphorous. The precision obtained 
is very poor for iron and this is aggravated by a systematic devia- 
tion in disfavor of the standardization by synthetic solution. This 
deviation is situated between 0 . 7  and 0 .8%.  
connected to the difference o f  composition between the synthetic s o l -  
utions and the actual solutions. A systematic deviation is also ob- 
served for calcium. It is lower and of opposite sign. 
Its origin is probably 
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TABLE 5. RESULTS OBTAINED WITH STANDARDIZATION B.Y MRC. 
Fe si Q 
0160 O b 2 0  014) 
3.4 
om 
3.47 
3.7b - 
Al n 1 1 0  P 
Oh10 011 0110 016  
4106 
o w 5  
0.106 
0.1w 
469 
op2 
467 
am 
4 5 5  
OLlOs 
0.552 
0.M 
I I 
IUMm 1 
, - - .  
680-1 878-1 179-1 
59.9 w 18.9 
59.7 w 19.3 
cop 4 5  3 193 
w5 cu 4 1  9 
b.2 0 . 7  412 
M 2  w 4 0 3  
a 3  L.15 
419 412 
(I7b-1 PHF-2 610-1 
2 u 5  11.7 47.4 
417 qm w5 
2bJb 313 b7.9 
z4.m 51.5 a7.4 
1.71 3.16 
4M w 
1&1 5.36 3.19 
169 5 3  z.m 
25.18 
0902 0.10 MU 
459 0.592 
4 5 5  
1.13 
0.128 
O M 7  
0,lW 
M 9 7  
-I 
S t andar d iza t i o n  b y If S yn t he t ic Samples l1 
With the goal of improving the precision of the results obtained 
by synthetic standardization, there has been recourse to samples 
standardized with pure and well defined elemental compounds. These 
synthetic samples" have been prepared by Dr. Staats in the ironworks I f  
of Dilligen (RFA) and currently serve in this factory for standardi- 
1 6  
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TABLE 7. RESULTS OBTAINED WITH STANDARDIZATION 
BY SYNTHETIC SOLUTIONS. 
- . 
C. 
. mbtm lom pmll 
tm mo/l 
- . 
Ti 
d w t i  tom mp/l 
im mp/i 
I - . 
dutim lmo +I 
tm mp/l I p  
zation o f  the X-ray fluorescence [ 3 ] .  The analysis of the seven 
ironwork products with the assistance of  this new standardization has 
led to the results appearing in table 8 .  For the two dilutions of  / 4 0 8  
iron, as well as for the 1000 mg/l solutions o f  silicon and calcium, 
the intensities-concentrations regressions have been calculated with 
the assistance of  second degree equations. The examination of this 
table indicates the disappearance of  the systematic deviation pre- 
viously observed with the standardization by synthetic solutions. It 
also demonstrates that the use of dilute solutions and the measure- 
ment with the internal s t a n d a r d  dnes not imprsve the quality ~f the 
result. 
tic samples" on the contrary is very acceptable. 
The precision obtained with the standardization by "synthe- 
1 7  
TABLE 8. RESULTS OBTAINED WITH STANDARDIZATION 
BY "SYNTHETIC SAMPLES". 
' 
aw 
01 
0.22 
an 
a w  
w 
MI 
0.22 
M 1  5 
M 1 9  
M 8  
Mor 
M 7  
* I  
t6l.-TP 
- 0.01 . 1x19 
- om 
- 0.n 
- a i 6  
- a19 
0 - 0117 
0 
* am2 
* -7 
* Mol 
* M Y  
A 
The oxide samples prepared with the Plasmasol with the assist- 
ance of the Fluosid 21 flux, t o  which there has been added strontium 
nitrate, can be analyzed by ICP-SEO. The results obtained are pre- 
cise with the condition of employing either a standardization by MRC 
or a synthetic standardization constituted from pure compounds. 
Case of Pre-Reduced Iron Minerals 
Among the ironwork products called upon to be analyzed, there 
exist those which contain more or less significant quantities o f  ele- 
ments in the reduced state. This is the case for the pre-reduced 
iron minerals; this is also the case f o r  the steelowrk dusts and for 
the used fireclays. While the analytical requirements are less crit- 
18 
TABLE 9 .  RESULTS OBTAINED FOR THE PRE-REDUCED IRON MINERAL 658-1. 
REPRODUCIBILITY TEST AND RESULTS OF ANALYSIS BY ICP-SEO. 
91.10 
YO.7b 
0.>1 
0.U 
. 0.36 sr 
- 
X certified value of MRC 
sM standard deviation of the certificate 
ICP mean value for the ICP-SEO analysis 
s standard deviation for ten preparations 
s standard deviation for ten measurements 
d difference between the certified value and ICP value 
R 
r 
ical for these last two, it is not the same for the pre-reduced min- 
erals. The use of the Plasmasol in order to place into solution 
these particular samples can present a certain advantage in the meas- 
urement or a gain of time can be realized with respect to the other 
methods of attack or dissolution. 
For this type of product, it is indispensable to pass through a 
pre-oxidation stage before proceeding with the fusion-dissolution. 
In their works concerning the use of the PERL'X for the prepara- 
tion of  the ferro-alloys, Petin and Wagner [ 4 ]  stipulated a composi- 
tion of flux of an almost general effectiveness. Without going up to / 4 0 9  
such a complete flux, the IRSID was inspired by these works to select 
a mixture which could effectively place into solution the pre-reduced 
iron minerals. The oxidants proposed by Petin and Wagner include 
s'odium carbonate, sodium nitrate, potassium nitrate and strontium ni- 
trate. Thus, between 380 and 8 5 0 ° C ,  the sampie is aiways surrounded 
by an oxidant in liquid form capable of transforming the metallic 
particles into oxides. In the case of the utilization of the compos- 
ite crucible, this mixture can not be employed following adherence of 
1 9  
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t h e  v i t r e o u s  c a r b o n .  T h e  s e l e c t i o n  o f  t h e  f l u x  i s  t h u s  c e n t e r e d  o n  
F l u o s i d  a n d  s t r o n t i u m  n i t r a t e  w i t h  t h e  r e s p e c t i v e  p r o p o r t i o n s  o f  2 
a n d  1. The  d i a g r a m  f o r  t h e  p r e p a r a t i o n  i s  i n d i c a t e d  i n  f i g u r e  7 .  
T h e  f i r s t  p h a s e  of  t h e  p r e p a r a t i o n ,  t h i s  t h e  o x i d a t i o n  p h a s e ,  i s  car -  
r i e d  o u t  a t  850'C w i t h  s t i r r i n g  a n d  i t  l a s t s  4 m i n u t e s .  The  f i n a l  
p h a s e  of  t h e  f u s i o n  o c c u r s  a t  1050°C a n d  l a s t s  3 m i n u t e s .  
F i g u r e  7 .  D i a g r a m  o f  t h e  p r e p a r a t i o n  o f  t h e  p r e - r e d u c e d  m i n e r a l s .  
K e y :  1 -Sample  w e i g h t  2 - W e i g h t ,  F l u o s i d  f l u x :  1000 mg, s t r o n t i u m  
n i t r a t e :  500 mg 3 - M i x t u r e  i n  c o m p o s i t e  c r i c i b l e  4 - F u s i o n ,  w i t h o u t  
s t i r r i n g :  2 4 0  s e c o n d s - 8 5 O 0 C ,  w i t h  s t i r r i n g :  180 s e c o n d s - 1 0 5 0 ' C  
5 - P o u r i n g ,  wa te r :  50 m l  6 - S e q u e n c e  made w i t h  P l a s m a s o l  7 - S t i r r i n g ,  
d i s p e r s i o n  8 - D i s s o l u t i o n ,  Water 200 m l ,  H C 1  15 m l ,  H e a t i n g  s t i r r e r  
9 - F i l t r a t i o n  1 0 - R e t u r n  t o  vo lume .  
T h e  t e s t s  f o r  p r e p a r a t i o n  and  a n a l y s i s  h a v e  b e e n  c a r r i e d  o u t  o n  
a s i n g l e  s a m p l e - t y p e ,  EiiZ 685-1 .  S y n t h e t i c  s o l u t i o n s  h a v e  s e r v e d  f o r  
t h e  s t a n d a r d i z a t i o n .  
T h e  r e s u l t s  o b t a i n e d  a r e  i n d i c a t e d  i n  t a b l e  9 . .  T h e r e  a p p e a r s  
2 0  
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1 91.1 
0.27 Fc ' 
rul. rrmll 
k 
- . 0.795 
0.052 S I 1  
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TABLE 10. RESVLTS OBTAINED WITH VARIOUS METHODS OF ANALYSIS. 
MRC 685-1. 
K P M S  AAS VOLCUETRY 
90.7b 9l.W 
0.51 0.19 i 
I 
-7 I 
0- 
- . 
A I  ' 
rul. &I 
k 
0.310 
0.01b 
0.3% o m  
0.001 O.OG7 
- 
X : certified value 
s : standard deviation of the certificate 
sR : standard deviation for ten preparations 
AAS :atomic absorption spectrometry 
volumetry: volumetric method of titration of the iron 
recommended by the I S 0  
in this table: 
-the composition of the MRC 
-the interlaboratory standard deviation of the certificate of  
analysis 
-the iiirean o f  the ICP-SEG r z s u l t s  
-the reproducibility of 10 preparations 
-the reproducibility of 10 measurements 
-the certified value-ICP value difference. 
The measurements of the iron have been run by making use of a /410 
second degree standardization. It is necessary to remark on the sig- 
nificance of the dispersion of the measurements in the case of the 
iron. It is 0.482, while the preparation dispersion and measurement 
dispersion is 0.51%. This imprecision, significant in absolute value, 
however is low in relative value ( 0 . 4 5 % ) .  It would be desirable to 
have more stable when analyses of this type are carried out. These 
results do not call for practically any other comments, except per- 
haps the observation o f  a very slight texdency to over titrate, this 
21 
capable of being due to the quality of the reactants having served to 
prepare the synthetic solutions for standardization. 
These same preparations of the MRC 685-1 have been employed for 
the titration of aluminum by atomic absorption spectrometry and that 
of iron by volumetry. The results are indicated in table 10. The 
quality o f  the results prooves that the preparations made b y  the 
Plasmasol lead to solutions capable o f  being analyzed by other tech- 
niques of titration. 
Conclusions 
The preparation of the samples is a fundamental task in an anal- 
ysis laboratory. It is often long and difficult and it necessitates 
experienced and competent personnel. In the face of modern and rapid 
analytical methods, it is necessary to design and realize automations 
capable of preparing the samples. Attempts have been made in this 
direction and several devices exist on the market. The Claisse- 
Fluxer [SI employs gas as the energy source and it is, due to this 
fact, noisy and polluting. The Labrob [6] is well adapted for the 
preparations necessitating an enrichment phase in view of the titra- 
tion of traces. The Atom 30 [7] allows the continuous preparation of 
great series of  sampies, but i1iei-e is n e e d  f o r  a significant n u ~ S c r  
of platinum cricibles and its use if very costly. The apparatus de- 
signed by the IRSID and called Plasmasol allows the placement into 
solution of the oxide products and partially metallic ones in a short 
time, without noise and without pollution, while only making use of a 
small quantity of platinum. 
The solutions obtained are capable of being analyzed by ICP-SEO, 
possibly by other chemical or physico-chemical methods and lead to 
the same results as the manual methods o f  preparation by placement in 
acid solution or by fusion in the muffle furnace [ 8 ,  91. However, 
the results obtained by ICP-SEO are characterized by a relatively 
high dispersion of the measurement with respect to that due to the 
preparation by the Plasmasol. I n  other respects, a great carefulness 
2 2  
must be standard when attempts are made in order to proceed with the 
standardization of the ICP-SEO by synthetic solution. In fact it ap- 
peared that systematic deviations can be observed by starting with 
such solutions. It is thus highly recommended to standardize either 
with the assistance of certified reference materials, or with synthe- 
tic samples prepared with pure compounds and simulating the matrix. 
Experimented up to now only in the ironworks range, it is prac- 
tically certain that the Plasmasol can find uses in the other sectors 
of the industry and in research. However, it must be recalled that 
for each new type of product to be placed into solution, it is indis- 
pensable to determine the appropriate flux and to find the right op- 
eratory parameters. With this in mind, the placements into solution 
are also as good, or even better, than the manual ones. 
2 3  
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lT6. rssrr;L For a v a p i d  preparation of solutions intended for analy- 
sis b y  inducpively coupled plasma emission spectrometry o r  at- 
omic absorpt.ion spectrometry, an automatic device called Plas- 
masol was developed. This apparatus used the property of non- 
wettability o f  glassy,C to fuse the sample in an appropriate 
flux. The sample-flux mixture is placed in a composite cruci- 
ble, then heated at high temperature, s w i l l e d  until tu11 dis- 
solution is achieved, and then poured into a water-filled beak- 
er. After acid addition, dissolution of the melt, and filling 
t to the mark, the solution is ready for analysis. The analyti- 
cal results obtained, either for oxide samples or for prere- ~ 
duced iron ores show that the solutions prepared with this de- 
* * : . .  . -. . . . -  - . .  . .  .. - _  . . -.. .. . . 
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-. 
solu.tions done by acid digestion or by high temperature fusion. 
Preparation reproducibility and analytical tests illustrate the 
performance o f  Plasmasol., 
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